Abstract-Body movements monitoring may allow preventing, diagnosing, and recovering several wrong attitudes that could lead to possible future diseases. A multisensor system was developed to measure thigh movements in free-living environments allday long especially during walking. The device is a very simple and portable system based on low-cost technology. It is composed of an inertial sensor and a strain sensor for detecting thigh movements, and of a microcontroller and a Bluetooth module. The measurement data are collected and sent wirelessly to a PC for storing and further analyses. We validated and tested the wearable system on ten healthy subjects during walking and running by using an accurate inertial motion capture (Mocap) system. The inclination of the thigh measured by the proposed system has differed of maximum 5.5°with respect to the flexion/extension measured by the Mo-cap system. Furthermore, the experimental results have showed that the strain sensor output can also be related to the muscle activity during walking. This assumption has further been sustained when the system is tested during running. Thanks to its high wearability, wireless communication over long distances, and long-battery life, the system could be adopted for domestic applications.
I. INTRODUCTION
N OWADAYS, the interest in the wearable devices for detecting and evaluating the functional ability is increasing. Walking is one of the most important activities of the daily life and it usually represents one of the main validation methods to prevent, diagnose, and recovery disabilities and diseases [1] , [2] .
Different measurement systems can be used for the assessment of kinematic and kinetic parameters during walking. The typical equipment adopted in the laboratory includes marker-based optical and video processing systems, force sensing walkways and electromyography [3] . Besides its high performance and accuracy, this equipment is characterized by high costs, high complexity and technological constrains. In free-living environments, wearable devices instead represent an interesting solution since they can be easily adopted during daily life activities. Indeed, they are usually based on wireless and low-cost technology, they do not need complex and heavy equipment; thus, they do not require specific environments. For example, Jensen et al. [4] proposed a swimming exercise tracker, a wearable system for aquatic sports and healthcare. The interest in the inertial motion sensors for healthcare applications has been recently growing. These devices can include accelerometers, gyroscopes and magnetometers. If they are correctly placed on the different body segments, these devices allow tracking the angle and the position of the joints in the space [5] , detecting dangerous situations as the freezing of gait in the case of Parkinsonian patients [6] . Despite their high accuracy, the network of several inertial sensors could be very expensive, because it requires complex interfaces, fusion algorithms and protocols for handling it [7] . For example, the protocol includes the modelling of the body, the positioning of the sensors and the algorithm to extract the kinetic parameters. The calibration and the positioning procedure usually is timeconsuming and complex. It includes the alignment of the segment anatomical coordinate system (CS) with the inertial CS. For example, Cutti et al. [8] proposed a method to overcome these problems, obtaining a root mean square error lower than 2.5°for hip and knee angles. Other fusion algorithms have recently been proposed but they have not been extensively documented. For example, Lebel et al. [9] studied the accuracy over time of Attitude and Heading Reference Systems. They implemented this algorithm in three different commercial inertial systems and they found an average absolute accuracy of 5°. Finally, the inertial sensors are also affected by drifts and noise disturbances. The recent development in electronic textiles has allowed developing new wearable sensors able to monitor the angle of the body joints [10] - [14] . These sensors are usually adopted as goniometers. For example, Tesconi et al. [10] proposed a leotard equipped with six sensors for measuring the flexion and extension of knee and hip. These sensors are based on a conductive ink (graphite and silicon rubber) printed directly over the textile. The electrical resistance directly depends on the bending. In this case, the garment design depends on the body dimensions and it influences the sensor response. If this sensing garment is appealing for sport applications, it is less suitable for clinical applications. Mengüç et al. [11] proposed soft strain sensors, one for each joint of the lower limbs. In this case, generic running tights are modified with hookand-loop fasteners, where the strain sensors are anchored.
The resistance changes linearly with the joint angle. Also in this case, the garment is not suitable for medical applications. The textile materials are affected by drift since they change their mechanical properties over time, and a periodical calibration procedure is required. For this reason, Tognetti et. al [13] proposed a wearable system combining e-textiles and lowcost inertial sensing. They tried to fuse the information from these two sensors in order to compensate their drawbacks and measure the knee flexion and extension.
In this paper, we proposed a new multisensor system for measuring thigh movements all-day long in free-living environments. For example, measuring the range of motion (ROM) of the hip allows detecting abnormal postures or quantifying patient's inabilities; for example, Lewis et al. [15] showed that walking in a forward flexed posture leads to increase the hip flexion of 20°, whereas walking in a swayback posture reduces the hip flexion of more than 5°. The monitoring of the hip flexion is useful also in the case of unilateral transfemoral amputees [16] since the musculoskeletal system changes alter the gait pattern: the duration of the single phases of the gait cycle changes as well as the joint angles of the sound and prosthetic limb [17] . Here the hip plays an important role for transmitting the forces able to move the prosthesis, and a wrong mechanical adaptation of the prosthesis could increase the energy expenditure during locomotion and consequently the risk of cardiac stroke [18] . The skin deformation changes depending on the lower-limb movement and its measurement can give an indication of the muscle activity. Several researches [19] , [20] provided a detailed skin deformation mapping only during the knee flexion. In fact, the measurement of the skin deformation is quite complex since contraction and extension of the skin are not the same along the same body segment. For all those reasons, we proposed a new wearable system with one strain sensor and one inertial sensor. It does not require a complex calibration procedure and a heavy algorithm implemented on the microcontroller. This system is unobtrusive and portable, due to the long-life battery and the wireless transmission of the data to a laptop equipped with Bluetooth module. However, by developing a custom application, any device with Bluetooth can be used for receiving data, such as smartphone and tablet, allowing continuous and real-time monitoring. Although the Bluetooth transmission does not guarantee low-power consumption, this wearable system is able to monitor continuously the patient for a couple of days. With respect to other products like sensing clothing, this system can be easily worn on subjects with disabilities since the sensors are positioned on elastic straps. The proposed wearable system can be worn over any clothing, and, for this reason, it can be adopted during physical activity or during the rehabilitation therapy at home. The system was tested on ten healthy subjects during walking and running by comparing the results with the ones acquired by an accurate inertial motion capture system. The easiness, good versatility and sufficient low-power consumption allow adopting the proposed system as a tool for recording the able-body people's performance or for continuously monitoring patients' disabilities in several environments and situations. 
II. SYSTEM DESCRIPTION
The system consists of two parts: (1) a wearable system, which includes sensors, signal conditioning circuits, a microcontroller and a transceiver, and (2) a personal computer (PC) for collecting and elaborating data.
As shown in the block diagram of Fig. 1 and in Fig. 2 , the wearable system mainly consists of four parts: (1) one inertial sensor, (2) one strain sensor, (3) the custom electronics for conditioning and transmitting the sensor signals, and (4) a battery.
The MPU 9150 ( Fig. 3a ) manufactured by InvenSense is used here as Inertial Measurement Unit (IMU). It is a 9-axis MotionTracking MEMS device consisting of a 3-axis accelerometer, a 3-axis gyroscope and a 3-axis digital magnetometer. Accelerometer and gyroscope have 16-bit resolution, whereas the magnetometer has 13-bit resolution. Furthermore, it includes a temperature sensor for drift compensation of the sensors. A 6-axis MotionFusion algorithm is implemented for computing the results in terms of quaternions. In this way, the on-chip processing of the collected data reduces the computational requirements for the system processor, as well as the need for frequent polling of the motion sensor output, thanks to the 1024-bit FIFO buffer.
The breakout board (MPU) commercialized by Sparkfun is adopted for this application due to its small size (27.94 mm × 15.24 mm × 1.60 mm). It includes the inertial sensor and the conditioning circuit for interfacing with an external microcontroller through Inter Integrated Circuit (I 2 C) protocol at 400 kHz. The board was firmly fixed to an elastic Velcro strap to tie around the thigh for tracking the leg kinematic.
Our goal is to measure the flexion and the extension of the hip by measuring the angle between the vertical and the thigh segment. The coordinate system of the MPU (local coordinate system) is aligned with the physiological axes of the thigh, while the misalignment with the global coordinate system (reference coordinate system) is estimated before using. Indeed, before the tests, the subject was asked to keep the upright position for ten seconds while the corresponding quaternion was acquired. For each step, we calculated the best-fit plane for the z-axis vector of the local system. Consequently, we could consider the calculated plane as the sagittal plane of the thigh and thus the movements within this plane as the flexion and extension of the hip. In this case, the flexion and extension (α MPU ) corresponds to the angle between the projected z-axis onto the plane and the vertical position.
Stretch Sensor (50.8 mm long) manufactured by Images Scientific Instruments was used as strain sensor (Fig. 3b) for measuring the thigh movements. It consists of a conductive flexible cord (1.78 mm in diameter). The nominal sensor resistance (zero strain) is near 700 and its electrical resistance increases when the sensor is stretched. In this work, the electrical terminals were fixed on another elastic Velcro strap to be tied around the leg. The sensor was put on the upper posterior thigh, approximately over the biceps femoris, as shown in Fig. 2b . This positioning guarantees the highest response of the sensor and ensures good comfort (see section IVB). The muscle activity during the movement induces the deformation of the skin that induces the deformation of the strap and therefore of the stretch sensor. As confirmed by the experimental results, its resistance (R) can be expressed as a function of the its elongation ( L) by the Sensors adopted in the wearable system: a) inertial system (MPU 9150) fixed on an elastic Velcro strap and b) strecth sensor fixed on an elastic velcro strap. following formula
where R 0 and L 0 are the resistance and the length of the sensor, respectively, when the sensor is not deformed; GF is the gauge factor of the sensor. A custom electronic board was designed in order to acquire the sensor signal. The board (the schematic is shown in Fig. 4) operates at 5 V.
The sensor resistance is compared to a variable resistor (R 0 ) with the same value of the nominal sensor resistance through an amplifier. The resulting signal is amplified and shifted for making the output compatible with the microcontroller input (0-5 V). Since the nominal sensor resistance depends on several parameters (tolerance of the production process and environment conditions), we regulated R 0 , which is a trimmer resistor, to a value that permitted to have 0 V at the output of the board (V out ) at zero strain before use. The two networks R 2 C 1 and C 2 were introduced as low-pass filter for the sensor response and V cc /2. The cut-off frequency is set about to 20.5 Hz (about five times lower than the sample rate of the acquisition). The analog output (V out ) is acquired by Arduino UNO microcontroller, which initializes and collects the data from the inertial system, reads the analog signal of the stretch sensor and sends the elaborated data via Bluetooth to a PC every 10 ms. The selected sample rate is currently used for several gait analysis systems [21] . The analog inputs of Arduino are internally connected to 10-bit analog-to-digital converters. Arduino UNO communicates wirelessly by using a Bluetooth module (Microchip RN42) and the Xbee Shield adapter. The transmission distance is up to 50 m indoor.
A power bank (Easyacc PB3000M) is the power supply of the entire system. It consists of a 3000 mAh rechargeable Li-ion battery pack and a circuit for powering the entire wearable system at 5 V and for recharging the battery. Its weight (only 77 g) and its small size (94×23×23 mm 3 ) allow integrating circuit boards and battery pack inside a pocket created over the belt. The maximum power consumption of the entire wearable system is 340 mW. The current consumptions of different parts of the system are reported in Table I .
As expected, the Bluetooth module is the highest power consumption component.
A LabVIEW Virtual Instruments (VI) was specifically designed for collecting, elaborating, displaying and storing the measurement data transmitted by Arduino and it was executed on a PC equipped with a Bluetooth module. To meet the requirement of a continuous and real time monitoring any portable device equipped with a Bluetooth module, such as smartphones and tablets, could be equally adopted by developing the proper application.
III. STRETCH SENSOR TESTS
We tested the stretch sensor to define its mechanical and electrical behavior. We also characterized the ability of the stretch sensor to detect the thigh skin deformation and thus the hip joint angle in the sagittal plane of ten healthy participants (section IV).
For the characterization of the stretch sensors, we carried out three tests: (1) strain ramp test, (2) cyclic loading-unloading test, (3) maintained strain levels for prolonged time and (4) temperature test. The mechanical structure adopted for the first three tests was specially created and it is shown in Fig. 5 .
The linear motor moves the mobile grip and imposes the elongation of the sensor via PC, while a 6½ digits multimeter (Agilent 34401A) measures the electrical resistance. In the first test, the engine moved the mobile grip at constant speed (0.15 mm/s) until 20 % of elongation of the sensor. We chose this value since the expected skin deformation during walking is less than 15 %, as demonstrated by the validation results. For the same reason, in the second test the sensor was subjected to 60 cycles for 10 % of maximum strain. The speed was set to 2.5 mm/s. In the third test, the same level of strain was applied and maintained for ten minutes.
For the last test, the sensor was placed unloaded inside a climatic chamber (Perani UC 150/70) and the electrical resistance was recorded by a 6½ digits multimeter (Agilent 34401A). The temperature was increased gradually and slowly from 10°C to 40°C. A Pt1000 was placed near the sensor and its resistance was measured by another 6½ digits multimeter (Agilent 34401A). The two multimeters were connected to a PC by a General-Purpose Interface Bus (GPIB), IEEE 488. The whole measurement procedure was controlled by an own-written VI.
The results (Fig. 6 ) of the strain ramp test on the stretch sensor allowed defining the relationship between the resistance and the applied strain. In strain range from 0% and 15%, Fig. 7 . Response of the stretch sensor under the application of loadingunloading cycles at 10% of strain; gray curves represent the continuous reading of the sensor on all cycles and the curves corresponding to the 2 nd , 30 th and 60 th cycle are highlighted. The thicker lines refer the resistance change for positive strain rate (loading section) while the dashed lines refer to the resistance change for negative strain rate (unloading section).
the resistance changes ( R/R 0 ) linearly with the applied strain (ε). The gauge factor (GF) represents the slope of the linear section and it is defined by the following formula
where R and L are respectively the resistance and the length of the sensor when a strain (ε = L L 0 ) is applied, while R 0 and L 0 are respectively the resistance and the length of the unstrained sensor. The gauge factor GF calculated from the results of the strain ramp test (Fig. 6 ) is 4.73 and this value was used in section IV for calculating the strain ε of the sensor, starting from the measurements of the V out and using the formula reported on Fig. 4 .
The results of the cyclic loading-unloading test (Fig. 7 ) define the relationship between the resistance and the strain, also for both positive and negative strain rate (loading and unloading section), as well as the stability of the sensor response depending on the cycle number.
These results show that the relationship between the resistance and the sensor is of the third order in the unloading section. The gauge factor calculated in the loading section of the 60th cycle decreases by 8 % with respect to that of the second cycle. The resistance corresponding to 0% of strain also decreases by 2 % during the test. Finally, the third test revealed the drift of the resistance under a maintained level of strain. Indeed, when the strained is applied, the resistance decreases by 10% after two minutes, and by 21 % after twelve minutes, as shown in Fig. 8 . These results are in accordance with the results reported by Vibhute et al. [22] . Like for polymer-based resistive sensors [23] , [24] , we can suppose that the resistance is affected by the stress relaxation of the Fig. 8 . Response of the stretch sensor under a maintained level of strain corresponding to 10%. The minimum value of the relative resistance corresponds to the resistance of the unstrained sensor before applying the strain. The maximum value corresponds to the resistance of the sensor immediately after applying the level of strain to the sensor. As shown by the test in the climatic chamber, the drift of resistance due to the environment temperature is lower than ±1.5 % with respect to the resistance at 25°C in the range 10°C to 40°C. We obtained similar results when the sensor was kept loaded at 10 % inside the chamber in the same temperature range. Before starting the measurements, we waited 1 h in order to be sure that the resistance drift due to the deformation was negligible. Since the temperature of the environment and of the body are inside the investigated temperature range, we supposed negligible the effect of the temperature on the resistance drift with respect to the relaxation and loading-unloading effects.
IV. MEASUREMENT SYSTEM VALIDATION

A. Protocol
Ten healthy subjects under the age of 37 were recruited as participants (genre, age and height are reported in Table II) .
The ten participants gave written, informed consent before inclusion in the study. None of them had impairments that would affect their gait during the experimental protocol.
We asked the participants to walk at their natural speed (usual pace) through a 25-m long interior hallway for three times in both directions (six trials in total). Before starting the test, the subject was standing in the anatomical position: the body was standing erect, facing forward such as the feet. In this way, the back and the leg could be considered aligned. Besides wearing our measurement system on the left thigh, the subjects wore the XSens MTw Awinda system (XSens). It consisted of eight IMUs attached to the body through fast Velcro and body straps (Fig. 2) . In detail, the IMUs were positioned on the thorax, pelvis, thigh, shank and foot of both legs. The eight sensors communicated wirelessly with a PC. We followed the tutorial and the suggestion of the company for the sensors placement, thus we used the system as wearable motion capture system for the lower limbs. According to its datasheet, the static and the dynamic accuracy is lower than 1.5°rms. We adopted the software powered by NCS Lab for calculating the flexion-extension of the hip. Before starting the tests, a calibration procedure for the XSens was required. We followed the calibration procedure suggested by NCS Lab [8] . This procedure ensures a worst-case standard error of 2.0°for the hip angle. It was divided into two parts, called static and functional calibration. In the static calibration, the subject was asked to keep the standing position for five Fig. 11 .
Example of the measurements obtained from the three sensor systems during one trial (subject 4): a) the resulted strain calculating from the stretch sensor signal; b) joint angle of the hip calculated from the MPU 9150 sensor (α MPU ); and c) joint angle of the hip calculated from the XSens (α X Sens ).
seconds; in this way, the software could define the anatomical coordinate system for thorax, pelvis, thigh, shank and foot. In the functional calibration, the subject was asked to stand in the upright posture and flex/extend each knee up to 70°for five times; in this way, the software was able to define the anatomical coordinate system for the distal thigh.
The measurement data sent by all sensors were collected at 50 Hz by MVN Studio, provided by the Company. Since the sample rate of the XSens is lower than of our measurement system, we decreased the sample rate of our system to 50 Hz. The PC running at the same time MVN Studio and the custom VI designed for our measurement system was placed in the middle of the hallway against the wall due to the short wireless range indoor (about 20 m) of XSens. Before starting the test, the subject tapped his left foot in order to synchronize the two measurement systems. We used the same protocol to evaluate the best positioning of the stretch sensor on the thigh. In particular, we put the sensor in the eight positions on the thigh: on the upper part of the posterior, anterior, inner and outer thigh, and on the lower part of the posterior, anterior, inner and outer thigh.
B. Results
In the first part, we evaluated the best positioning of the stretch sensor on the thigh by selecting eight different positions (Fig. 9) .
In the lower part of the thigh (II, IV, VI, and VIII), the elastic strap moved along the thigh during the tests, due to the anatomical shape of the leg; in the upper inner thigh (I) the sensor scraped against the other thigh, whereas in the upper outer thigh (III) the response of the sensor was very low. The sensor response in the two best positions (in the upper posterior and anterior thigh) is shown in Fig. 10 . In detail, in the posterior thigh (V) the response of the sensor is higher. The two peaks in each repetition suggest also a correlation between the stretch sensor strain and the muscle activity, since α X Sens shows only one peak. For these reasons, we decided to put the sensor in the upper posterior thigh.
In Fig. 11 , the signals obtained from the three different sensors in one trial for one subject (Subj 4) are shown as an example for maintaining a good readability of the figure. The trend of the three signals are comparable among the ten subjects. The signals are repetitive and suggest the possibility to use only one inertial sensor (MPU) to detect the flexion/extension of the hip. Since each subject performed the trials by walking at comfort speed, we also calculated the stride time from the three signals. The stride time is defined as the duration of one gait cycle; here we calculated the stride time (Table III) as the temporal distance between two local minimum points associated to two consecutive steps. The results of Table III prove the possibility to equally use the three type of sensors for the stride time calculation. Indeed, the average value is equal as well the standard deviation (SD). Although it is slightly higher for the stretch sensor case, SD can be considered negligible for all the sensors. The resulting walking speed varies from 1.05 m/s to 1.5 m/s. The angle of the hip joint tracked by the XSens, and by the MPU, as well as the strain of the stretch sensor are shown in Fig. 12 . We reported the results of three subjects for comparison. The angle tracked by MPU was calculated according to the method described in Section II, while the angle tracked by the XSens was calculated via NCS Lab software. Both calculated angles are in accordance with the typical trend reported in the literature [25] . The heel strike corresponds to 0% of the gait cycle. Fig.12c , there are three local maximum and one minimum points respectively at 20%, 50%, 90%, and 35% of the gait cycle. As reported in [26] and [27] , the thigh muscles are activated mainly during the loading response, the pre-swing and terminal swing, whereas the thigh muscles are relaxed during the terminal stance (35% of the gait cycle). We used Bland-Altman plot to compare the two measurements techniques for the hip angle estimation. In Fig. 13 , the measurements of the hip angle obtained by the XSens and the MPU during the test on the subject 2 are reported as an example. The angle tracked by the MPU is underestimated; indeed, the average difference of the methods is about 1°, and the maximum difference is lower than 5.5°. This error is expected due to the rotation of the pelvis during walking. Indeed, the α M PU does not include the pelvic tilt [28] . We obtained comparable results for all the subjects. The stretch sensor reveals a different behavior of the skin strain with respect to the hip angle. Example of the measurements obtained from the three sensor systems during one trial (subject 3) during running: a) the resulted strain calculating from the stretch sensor signal; joint angle of the hip calculated from b) the MPU 9150 (α MPU ); and c) joint angle of the hip calculated from the XSens (α XSens ).
We validated our system also during running, to evaluate if the different muscle activity of the thigh influences the output of the stretch sensor. An example of the acquired signals is shown in Fig. 14 . We verified that the trend of the three signals are comparable among the ten subjects. In this test, the subject was asked to run freely along the hallway. The α M PU tracked by the MPU device is comparable with the α X Sens tracked by the XSens, but it is different from the angle calculated during the walking test, as expected. The calculating running speed for subject 3 is 2.2 m/s. Also the stretch sensor output has a different shape with respect to the walking test. The absolute maximum is located at 80% of the gait cycle, in the stance absorption phase. The different shape of the signal could have multiple reasons. First, the kinematic changes during running [29] ; for example, it does not have the double support, as well as the stance phase is shorter. Also the ROM of the lower limbs differs with respect to the one during walking. Consequently, the muscle activity changes [29] , [30] . The thigh muscles are much involved during running and for more time during one cycle for balancing the body and for increasing the speed and the ROM. In Fig. 14 , a visible increment in strain is shown during running than during walking.
V. CONCLUSION
In this work, we present a new wearable and ease-to-use system for evaluating thigh movements during walking in a domestic environment. The system consists of an inertial sensor and a strain sensor for measuring the thigh muscle activity and its kinematic. The inertial sensor provides also the orientation of the thigh. Instead, the deformation of the thigh skin onto the transverse plane of the thigh induces a strain in the sensor and thus the sensor resistance change. We evaluated the proposed system with a commercial system based on inertial devices considered as a reference instrument in the literature. The thigh inclination measured by the proposed system differs of maximum 5.5°with respect to the hip angle measured by the commercial system. Furthermore, the strain sensor output can be related to the thigh muscle activity. This assumption has been sustained when the system is tested during walking and running.
The results proved that it is possible to use only one inertial sensor and one resistive sensor to measure kinematic and muscle activity. The system is ease-to-use and unobtrusive. It can easily be worn over adherent clothing. Wireless data transmission and long-life battery make the wearable system suitable for teleassistance and domestic applications, especially during the home therapy rehabilitation or for continuously monitoring lower limb musculoskeletal disorders and injuries. It can also be adopted during the physical activity indoor and outdoor. It is possible to easily interface the portable system with any mobile device (smartphone and tablet) because requires only a Bluetooth module. It is possible to easily integrate more sensors for detecting the movements of the other lower limb. Since the system is not directly in contact with the skin, washability did not be evaluated. Since the muscle physical strength influences the stretch sensor response during walking and running, in the future, the relationship between the stretch sensor and the muscle activity during walking will be investigated by using electromyographic and electrical impedance myography.
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